TUCSON POLICE DEPARTMENT
CRIME LABORATORY A
The undersigned Quality Assurance Specialist, having been qualified
by the Amnzona Department of Public Safety for Intoxilyzer 5000
inspection, and having performed such inspections on Intoxilyzer 5000
£ & . Serial # HY=p0/22 ¢ . certifies by her signature:

on__9/29/o%¥ . witharesult of 0.07& AC.0.07FAC.

and on fﬂ/sli‘/aﬁ‘ _witharesultof 2.077FAC. 0.077 AC.

this mstrument was tested with a known alcohol reference standard.
and always produced results within the acceptable accuracy limits

(from _ 0.070 AC. to _0.090 AC) . as defined by R9-14-404 A.3.

No problems were reported concerning this instrument between these

Lore Ooie,

Irene Doran

two dates.

ADPS QAS Permit #QAS 29586 (issue date 01/08/2004)
SUBSCRIBED AND SWORN to before me

his | . day of Nowewmbec . 2004.
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AFIZONA DEPAATHIZVT QF ALTH

STANUARD QUALITY ASSUARNCE ;Rc-::::,zs/glﬁ
INTOZILYZER MWODEL 5000+ |

"
i
1

i

v Display reads "ZEADY TO STASTY or "IUSE 3UTTON TOQ STigT
H:ET T
JFIAGHNOSTIC TESTS
w DVH Tast check. setting should Bes batwszn 200 and
LE00. HMaode selecilon switch 52 an, 5L and 831 gff ar
keyboard msnu selection "H". Rsading is 73X .
i Displey Test check.: Mode 'selection switeh: '3l on ang 532
and 53 eoff or kKeyboard menu sslsction "V!
uff Printer Tast ehack., Hode sasigctisgn switch 51, 52, s2
off ar kXeybogard menu salégctiogn "23"
u// Clock time check. Hode salection switch S10 on oz
‘wayboard menu sslection "=¢,
'v/ Data chack Mode sslactiaop switch S1il gn of Xeyvbhaoszd
=enu salacTion "E"
QETIATIOMAL TESTS
% Alcohol fres subject Test resul:t 0.000 AC
P Error recagnition laogic system Tunctioning
Invalid tast printad
s Proper sample racognitiaon system

Invalid sample printed
Deficient sanmple :1?‘1.“1"‘#3/
St AR Completsness of sample purge with cgllect
P Calibration standard G.“Ejg L
Results: 0.0T8APE ONTTAC L
sSY M

Instrument operating preoperly and accurately. YE

Vi

COMMENTS:

"SIGHWATURE Jhﬂuuyﬂ{ QZ, (,53Wn495

!\4{ alcchc(& cc@nbrat" on standard collected for subsement
analysis. =+

*WITH OR WITEQOUT VAPOR RECIRCULATION AND WITE OR WITHOUT REYBOARD
*«TETS STED IS ONLY REQUIRED IP THIS DEVICE I8 BEING USED ZFOR
BAYMPLE CRAFTUERE.

DHS/DSLS/Form: CELT (Rev. 7=
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EIFIRIE -H Bﬂ{\ﬁ

THEHIS HREPOQRT DPREEPARFD PURSTANT T4 DOTY ITHPOSEL BY EL
ALRLC. BE3-14-404 (1)

ARTZONA DEPRHATHENT OF HEMLTE SPRVICES

STANDARAED QUALITY AS Em_.
INTOITLYZAFES HODE

STANDARD CRLITRAPATION [CZECK DPROCEDURE /b‘\\

Agency _Tucson ”311ra Nenartment Date ?U%ﬁ?f?f Time 50?5
Intoxilyzar Serialf gﬁ“@ﬁ\zzb{*Ei Locatidn N
1A Specialist Nenfer Coomib <

Vfi (Printc MName)

( 1. Pour a standard alcanol solution aof known value intao a
clean dry simulator jar and -assemble The sizoulator.
Itisure that a tight seal has bheen mads
standard wvalue: 0.0%5D aC
{ 2 Turn an the simulater and allow the Teoperature to
reach 3—‘."’C':. 2o
i 3. Set Intoxilyzer mode selesctign in the ACA mode by
switching mode szlection switch #3 on or selecting "C"
an keytjavc manu.
&y AkTach simulater to the simulater emtrances port on ohne
Intoxilyzer.
5 Intoxilyzer 5000 display zeads "READY TO STARTY ox
tPUSH BUTTON":
5 Push Start Test button or press enter on Xeyhbaoard.
7. Inseri card in response to display.

Alr blank completed.

. Calibration check completsd,
TasT I':'S‘Lll.*s 0. D?EH’CJQDT?}LC

10. Alr blank completed.

11. When display reads Test Complete remova evidence card.
Attach the card to the completed chescklist.

12. Return mode selection switch #9 to ofif position after

all calibration checks are complete or type { and enter

on jreyboagd. f Cm

oT ‘?1(2'%3 RECIRCULATION AND ¥ITH OR WITEQUT XKEYEBOARD

LVERN s
3

IU

8K MRS N
LAY AR SN B S

SIGHATURE

*wWITH OR WiIT

DH5/DSLS/Form Cl1i6 (Rav.7-93)




EXSTHALE &

THEIS REPOHT PREPAHED BURSUANT TO DUGTY IMP0BE0 BY
A.ALC. RI-14—404(A)

ASTIONN DEPAHTHENT 0P EEATTH SFAVICES

e Display reads "READY T START" or "PUSH BUTTON TO sTaxT
TESE ..
RIAGHASTIC TESTS
= DVM Test check: Setting should be bstweesn .200 and
-600. Mode seslection switch 52 on, 81 and 53 off or
ﬁﬂfﬂﬂa d menu salection "H". Reading is .5Qfgg :

=£££j Display Test check. ¥Mode salection switch 51 on
and 53 off or keyboard menu salection "yY,

5 %2&: Printar Test check. Mode salaction switch 51, S22, 5
aff or kayboard menu saleactiogn "B".
Clock time check. Mode selection switch 510 on or
keyboard menu selection "E" ;

qé%ﬂ Date check. Hode selaction switch S11 oncor keybaard

menu salection "“EM.

(]

i
3
[
[

Lad

i

=
cohol frese subjesct Tast result 0. 000 ac
ror recognition logic systen functieoning
Invalid tast printed
Proper sample recognition system
Invalid sample Drln%adhﬁwr
Deficient sample prin nted—€4—
G WA Completsness of SE“DlE purge with collection tube*=*
=2 Calibraticn standard 0. 0D AC
Results: 0.0 F13FAC <« GD?‘?

Instrument operating properly and accurately. YES ¥ NO

COMMENTS: ‘ﬁr_f{};lr_. 102 F

SIGNAT tm.. A@W}u’_ M

G,jfiﬁj 2lcohol concentration standard collected for SthequEﬂt
analysis.x=

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITE OR WITEQUT KEYBOARD
*+THTE HETEP IS ONLY REQUIRED IF THIS DEVICE IS BEING USED FOR
SANPLE CAPTURE.

DHS/DSLS/Form Q117 (Rev.7-33)
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Tucson Police Department Crime Laborator
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EXEIRIT P 5(507 ,’2:

THIS REPORT PREPARED PURSBUANT TO DUTY IXFOSED BY e
A.A.C. RI-14-404 (A) 3

ARIZONA DEPARTMENT OF EEALTH SERVICES

ETANDARD QUALITY ASSURANCE PROCEDURES
INTOITLYZEH MODEL 5000%

BETANDARD CALIHRATION CHECX FROCZEDURE &ﬁ

Agency _Tucson Police n tmept Date EQ{ZQ?b9r Tima /ﬁhﬁ%L
Intoxilyzer Se.,:J_al;E (¢ "‘ ) catian oA i AL A e
QA Specialist rrine 2?&:-3-%}'
PrlnL Hame)
(«F43 L- Pour a standard alccnal solution of known value inte a
clean dry simulator jar and assemble the simulator.
Insure that a tight seal has been made.
Standard wvalue: 0. 0f0 AC
(Ps~) 2. Turn on the simulator and allow the temperature to
reach 349C+.27C.

(=fs) 3. Set Intoxilyzer mode selection in the ACA mode by
sWwitching mode selection switch #9 on or selecting "“c©
on keyboard menu.

Fy) 4. Attach simulator to the simulator entrance port on the
Intoxilyzer.

YOy 5. Intoxilyzer 5000 display reads "READY TGO START" or
"PUSH BUTTON".

nlfa-) 5. Push Start Test button or press enter on keyboard.

)} 7. Insert card in response to display.
(wgp~) 8. Air blank completed.
. ) 9. Calibration check completed.

Tast results 0. ﬁ?;,: AC O0.0FF 0- 079 A4c_ :

—A:t+£G") 10. Air blank completed. ACT o

—fot-€5) 11. When display reads Test Complete remove evidence card.

Attach the card to the completed checklist.

{mfﬁﬂ 12. Return mode seslection switch #9 to off position aﬁtar
all calibration checks are complete or type Q ard enter
on xeybogard.

SIGNATURE m;@fﬂdm
1L

*WITE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYEOARD

DHS/DSLS/Form €116 (Rev.7-93)



