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A.A.C. R3-14-404(A)
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9]

STANDARD QUALITY ASSURAXNCE PROCZITRES 4“
INTOXILYZER HOD’p 5Q0Q0C~=*

INTOXILYZES SERTAL #@7‘00/@&@(#?3 e ‘ /1/(“

DATL____zﬁZZ___________ /7 S TIME / y

~—4—é&£:— Display reads ”D—fo TO START' or MPUSH 3UTION TO START
TEST."

DIAGNOSTIC TESTS

DUM Test check. Sstting should pe baTwaen 200 and
_600. Mode selection switch 52 on, SI and S3_Qfi or
Aevooa*d menu selection "H". Reading Is "Q&Q .
: 42&:: Display Test check. Mode selecticn switch SL on ana 52

and S3 off or Kkeyboard menu selection g
ggt printar Test check. Mode sslection switch S1, S22, S3
off or Aeybcﬂrd rmenu selection "ZU.
Q¢7 Clock +time check. Mode selecTicn switch §$10 on CTF
keypocard menu selection "Z'. -
Eéﬁ’ Date chack. Mode selection switcn S11 on or Kevboard
menu selaction "EM. )

OPETRATIONAL TESTS

Alconol free subjec; Test resul:t 0.000 AC
Error *ecoqr‘nu.ow loglic systcen functioning

Tnvalid test printed

R & roper SB.IDD“E I“’COgnlt’ on SVS&.E"‘

Tnvalid sample pringad -£47
Deficient sample orlrted—fd’
N/A Completeness of sample purge with collection tuba**

ZE aTJ.bv'atlon Sn_andard 0. 0%?D AC
Results: 0.OFD ~D-0¢1 4 c

Ins g_rk.ment ope?‘atwng Drooerlj anéd accurately. YE NO

Y102 100¢ hoved abead

STGNATURE C:?Lﬂﬁvl /Shuﬁw\
&

Qi\j{ﬁf'flcohol concentration standard collected for subseguent
analysis.==*

*WITE OR WITHQUT VAPOR RECIRCULATION AND WITHE OR WITHOUT XEYBOARD
**THTIS STEP IS ONLY REQUIRED IP TEIS DEVICE IS BEING USED FOR
SAMPLE CAPTURE.

DES/DSLS/Form Cll17(Rev.7-93)
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SUBJECT'S NAME

TIME FIRST OBSERVED g;s ;UMEN LOCATION

PERATON
"~ . ADDITIONAL INFORMATION AND/OR REMARKS

INTOXILYZER™ INSTRUMENT PRINTER CARD m’
e
© 1986 by CMIINC. %4_
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TEIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY

A.A.C. RI-14-404(A)
ARIZONA DEPARTMENT OF HEALTH BERVICES

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 500Q0*

STANDARD CALIBRATION CHEECK PROCZDURE 4ﬂK

Agency _Tucson police Department Date 45649493/ Tixze /OEZZ
Intoxilyzer Serial# Location o)

QA Specialist L rene [2ocan e 22/

() *
) 2-
() 2-
() ¢

:

AN AV
A a) 7
N5 8

3

~al=es) 10.
wxw il.
) 12-

SIGNATURE

(Print Name)
Pour a standard alcchol solution of known value into a
clean dry simulator jar and assemble “he simulator.
Insure that a tight seal has been made.
standard value: 0. AC
Turn on the simulator and allow the temperature to
reach 34°C#+.2°C.
get Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting "CU
on keyboard menu.
attach simulator to the sipulator entrance port on the
Intoxllyzer.
Tntoxilyzer 5000 display reads YREADY TO START" or
"pUSH BUTTON".
push Start Test button or press enter on keyboard.
Insert card in response to display.
Air blank completed.
calibration check completed.
Test results 0.0%0+0.08( ac
Air blank conpleted.
when display reads Test Complete remove evidence card.
Attach the card to the completed checklist.
Return mode selection switch #9 to off position after
21l calibration checks are complete or type Q and enter

/éyﬂﬁa\..
V\

*WITHE OR WITEQUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD

DHS/DSLS/Form C116 (Rev.7-93)
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