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CERTIFICATION by CUSTODIAN of RECORDS
Tucson Police Department Crime Laboratory /@
"1

I hereby certify that these documents are a true and correct copy of the
periodic maintenance® for the Intoxilyzer 5000 Serial Number

lpH- 00 (33 maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R9-14-404.A 3,
for a 0.080AC solution are 0.070AC to 0.090AC.

Date: r”/ﬁ%-‘/{ﬁ_' call (.079 AC €al2 &7y  AC

Date: f/ﬁ:-g/.f,. 5 call W.p75 AC Cal2 0.075  AC

Date: N}r'? Cal 1 AC Cal2 AC

Between the dates of "/s? lg /E'f and f/ Qfﬁ el

the instrument was working properly and accurately.

The instrument was taken out of service for repair on "/ 3:“'%:5"
The instrument was returned to service on N[

J/t ruth)é/f / CFWJA
0 s

ifer L. Coombs

2/adlos

ADPS QAS Permit # QAS 29886
SUBSCRIBED AND SWORN to before me this &7 , day of

‘U'Plf’}j F{Jt’u\.j 2005 .

OFFICIAL SEAL

OTARY PUBLIC-ARIZONA
PE PIMA COUNTY
2 My Camm. Exp. Sept. 4 2608

.,,,j'l Publm

*Includes documents specified in A.A.C. R9-14-404.A.6

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Department.




ARLZIONA DEPARTMEZNT OF HEALTH =SERV

STANDARD QUALITY ASSURANCE FRGCEDUEESK$ﬂ
INTOXILYZER MODET 5000*

ACENCY Tucson Police Q& SPECIALIST \Janﬂrgf' CDDﬂ\bS %I&:D

(Print Name)
INTOXILYZER SERIAL [OL[ Col\2z2io (*8) LOCATION LA
DATE

DATE EGEUQE! Z& ?ﬂi Zo0fs”  TIME

play reads “READY TO START” or "“PUSH BUTTON TO STAHET
T

R ._| o

o

DIAGNOSTIC TESTS

e DY¥M Test check. Setting should be hetween 200 and :
600 Mode: sslection switch 82 on; S5t and 53 off or

keyboard menu selection ™H”. Reading is _Eftp

L Display Test check. Mode selection switch 351 on and 52
gnd 53 off or KReyboard menu sslection MW",

Vv Erinter Test check. Maode selection switeh 51, 52, 53
2ff or keyboard menu selection “B™.

b/f Clock time cleck. Mode selection switch 510 on or
xevboard menu selsaction “E".

y’f Date check. Mode selection switch 511 on or keyboard
mena selection “E”,

OPERATIONAL TESTS
e Alcohol free subject Test result 0. DOO AC
Vf' Errer receognition logic system functioning

Invalid test printed

W Proper sample recognition system
Invalid sample printed o
Daficient sample printedvr

N/A Complateness of sample purge with collection tuhe¥®*
v Calibration standard 0. O§0 AC
Besults: 0. O75AC % 06,0750
Instrument cocperating properly and accurately. ¥ES 1ﬁf

COMMENTS ;

STGNATURE /}fbﬂ,ﬂkﬁd /Xﬂ M

. ¥N/A alechol quCﬂﬁ ation scandard collected for subsegquent
analysyis, k¥

*WITHE OR WITHOUT VAPOR RECIRCULATION AND WITH OR WITHOUT KEYBOARD
**THIS STEFP IS ONLY REQUIRED IF THIS DEVICE IS5 BEING USED FOR
SAMPLE CAPTURE.

DHS/DSLSForm CI17 (Rev. 7-93)

Pursuant to section 28-1327, Anzona Revised Stanstes, this decument.is a gertifisd duplicate of the information contarned in computer
storage devicss of the Tueson Police Department,

=




st g

NI A BEGL S

THY HALNIHA LNBARHISS 4 TZ S0LNI

SHHYALTH RO ORY NOEASRRD R IOy

HTYH AT

Q7Nf

FITHIV IO LIWIWTISLGM

TRl IR e (i Il

G

APl G

| f

Ne' =hA]

= | Hag b L B B R B

meag aea - g3 La3arans

o B Gan -’ HHHTE H1H

ATL FINTHA JUd 1531
o PP = e e B _

aZF1B0-he M5 grat 13000 Zd

T2 ATIHEE JHD DY = MIFATTHOLNI
IHI 1H3 / CdM0d “HME TS THE303d _

-

——

DNLIND AR pEEL (T

CHY D HALMIH INTATHLS W o WAL

E%

b | |
FAIINTE B O RO LD TERE LY
_%_d_qﬂ_u
ROV LIRS

U7 !

TTE 5L D BN

GEAE _

hmmﬂ
I:IIII:III:IIIIII:IIIIIIIIIIIII A
HHHHHHHHHHHHHHHHHHHHHHHHAEHHHHHE
HHHHHHHHHHHHHEHHHHH HHHEHE M HHEHHEE
HHHHHHHHHHIHHHHHHHHHHHHEHHHHHEHHEH

| HHHHHHHHHHHHHHHHHHHHHHHHHHHHHHH

HHHHHHHHHHHHHHHHHHHHHHEHHHHHHEHHA

[ AT399334791333334333343333379333 “

433333393333 333939333333333433393

S s I e e o e o e s 2 e R B |

mmmwgummumaﬁmuuummummmmﬁduumumm

3333339313333339333333333333 333
GhIGT 20" dh3

ﬁMﬁﬁmmxmmxﬁu A2 T00-he 1S

_ - - T % - —_— e — b

Pursuant to section 28-1327, Arizona Revised Stanutes, this decument is & czriified duplicare of the infarmation contained 10 computer

storage devices of the Tucson Police Department.




3o

Laboratory o

Tucson Police Department Crime

CIHYD HALAIHA I IINNHLSMI HIZ LU0 MI

SRR O ETRe U e

FIL TR O

EIDIEH A0

Q9|9

CEIAHTSHO 15T 9L

E_..__.n.._.u_u._ :._.__ HSHE

S T )

S A | o dr i B
£OLLT LlEs
6T GoE "

AUT L 3OTIEN g
QEFTEE-ho HE R1E|
HAZL THRHY 43tg;4: -
AT THD ¥ TdEOa TTH}

HHETE Iy
ADEHDT "D
AMETE M 1Y
L=dlL
S8S82S1G

as. TTadow Zd

HAZATITHO LN
19515 IHEA034

TR A agn L Ch

D9 ND M BRGL G

) UM ANTMOHISH  HIZ el

SRIVIY I 0O RO SN TRy

T

QN

IR

DALY 1504 T

T T

2aiLT G " AHETIE A1
TEat Gl ATIHD IH3
TEIAT aam ANHTE W1y
APIL AL aHE 153

SO 82210
GRTED-hD NS GOOS 1IN0 ZH
HAIZATHHY TOHOITH - AIZATIHOLNT
INI THD / T4400 TTHHODIS HE3n3d

» Ariznna Revised Statunes, this document is 2 cortlfied duplicare of the information contained in computer

storage devices of the Tueson Police Deparment.

327

Pursuant to section 28-1
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IHNVRLLID TEST

SHIFLE INTRODUCED

FOBECT S MANE
TIIE i Ofia e e NSTALMENT LOCATRE
|
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OFERAION
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Pursuant to section 28-1327, Arizona Revised Stanstes, this docwnent 5 a certified dupliczte of the information contained in computer
storage devices of the Tucsen Police Department.




EXHIBIT o
THIS REPORT PREPARED PURSOANT TO DUTY IMPOSED BY
ARG RB-14-404 (A}
ARIZONA DEPRRTMENT OF HEALTH SERVICES
STANDRRD QUALTTY ASSURANCE PROCEDURES
INTOXILYZER MODEL 5000%*

STANDARD CALIBRATION CHECK P

RCCEDURE /b\,\

/ / ZE‘/@S’

s olice Department Date Timg /o320

Intoxilyzer Serial # {,l{— B0l 22l ("H:E"j Location L i/

QA Specialist Jonniter  Coambs ‘-I_LQ.I..ln_D e

[Print Name)

[ x/@ 1. Pour a standard alecohol scluticon of known valus into a
clean dry simulator jar and assembls the simulater.
Insure that a tight ssal has bean mada.

Standard valus: 0. DED oC

( q// b Turn on the simulator and allow the temperaturs to
reach 34°c+.2%.

{ ,.//,ﬁ 3. Set Intoxilyzer mode selection in the ACA mode by
switching mode selection switch #9 on or selecting “C”
on keyboard menu:

| /3 4. Attach simunlater to the simulater sntrance port on the
Intoxilyzer,

»fﬂ uf] 5. Intoxilyzer 5000 display reads “READY TO START" or
“"PUSH BUTTON"™.

V/{ Wfa 6. Push Start Test button or press enter on keyboard.

i 7. Insert card in response to display.

W v} 8. Bir blank completed.

2 v 5. Calibration check completed.
Test results 0.075AC & 0.075 AC

/( v7) 10. air blank completed.

v v/: 11. When display rsads Test Complete remove evidsnce card.
Attach the card to the completed checklist.

{ v/] 12. Return made selection switch #9 te off position after
all calibration checks are complete ©or type Q and enter
on keswyboar

SIGNATURE /Z [f /)M

*WITH QR WITHG@‘ Vhliglﬂ RECIRCULATION AMD WITH OR WITHOUT REYBOARD

DHS/DSLS/Form €116 [(Rew. T7-93]

Pursuant to section 281327, Arizona Revised Starures, this document is a certi fed duplicate of the informetion contained in computer

storagre devices of the Tucson Police Department.
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Pursuant to section 28-1327, Arizona Revised Stanstes, this documentis a2 ¢

ed duplicare of the informztion contzined in computer

the Tucson Police Degartment.
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TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD
(i

Date: M’L?\Uu—r'vr{ Q% :QLL._)
QAS: L nr’“u}‘ A (Lum BS el O

; i )
Intoxilyzer Serial Number: (14 = 00) 23 (:"ﬁ; )

Reason For Service: (Mo Beese vt oL ted v omar ] Hud Hha ol (e
A E’ﬁ“ﬁ[_-l’_lﬂrff on ’/Aafr::

o

Date Out of Service: .’/ ,&2'/{'}6;

Calibration Check completed prior to removal from service

Date: f./:}ﬁ/USFﬂ

SQAP completed prior to removal from service

Date: J / o / 05

Corrective Action: @/‘Scm to Applied Electronics

Punler tests e pfr'ﬁfmf’rf od ~the DUl MY and Hig mm‘t’r
e ey m-JmlT’ﬂﬂ {f _/if S At TAIRY l‘;uf’lf“tahfi’J’HL WLD “i"ﬁi’
Jab and 74 0 o heiks wure Lomploded umim%ﬂ;‘/u with
ne rWs rent ﬂ',ﬂJrﬁr’ OﬂJbUn’h

Pursuant to section 28-1327, Arizona Revised Statutes, this document is a certificd duplicate of the information contained in
computer storage devices of the Tucson Police Department,



